
福州富日衡之宝电子有限公司

名称:铝合金表头英文说明书(带充电)

制表： 崔丽敏

审核：

料号： 日期：0 .6 04.13

功能：

市场：

结构：

检验：

BS23511

审核： 批准：

BS23511I N D I C A T O R S E R I E S

Weigh ing Ind ica tor

U S E R ’S M A N U A L



CONTENTS

1.0 CAUTIONSANDPREPARATION

2.0 KEYPADANDDISPLAY

3.0 OPERATION

4.0 SETTINGOPERATION

5.0

6.0 ASSEMBLEINSTRUCTION

ERRORINFORMATIONANDSPECIFICTION

1

2

3

4

8

9

9

6.0 ASSEMBLE INSTRUCTION
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LoadCellconnectioninstruction:

1、 2、

3、 4、

、 、

S- S+

A+

7 8 Vp

1、 2、

3、 4、

S- S+

A+

Whenl inkwi thTCS-A(wi thoutAc id- leadbat tery) ,
P leasere fe r tobe lowconnec t ion :

Whenl inkwi thTCS-D(wi thAc id- leadbat tery) ,
P leasere fe r tobe lowconnec t ion :

Installation:

Insert theconnector
in tomalep lug
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1.0 CAUTIONSANDPREPARATION

CAUTIONS

1. Please clean the display andoperation panel with wettowel instead of

soakingintowater.

5.Pleasedon't loadontheweightovercapacity.

2 .Whentheva lueof thesca le isnotzero,press ,0w i l l come.[Zero]

3.Theprovidedadaptorshouldbeusedwhencharging.

4. It's prohibited to p u t s c a l e o n t h e l o c a t i o n t h a t over temperature a n d

humidityrange.

PREPARATION

1.Put the electrical scale o n t h e s t a b l e a n d f l a t t a b l e . I n s t a l l i n g t h e b a s e

withindicatorandconnect ingthecablesaswel l .

2. Avoiding to thedisturbance from other equipment, please use socket

solely.

3.Avoidput t ingtheweightonthescalewhenturn ingi ton.

4.Whenweighing,put the loadonthecenterofpanandavoidweight ingthe

objectsofovercapacity.

5.Pleasewarm-upscalefor5minutes.

6.I t 'sbettertocal ibratethescalebeforeeveryusing.

MaxCapacity Selectableof6kg,15kg,35kg,75kg,150kgand200kg
duringrange6kg-200kg

Division

Response

Tare =Maxcapacity

Overload
Capacity Auto-protectedwhenloadisover125%ofmax

Source Adaptor--AC220V/DC12V500mA

Consumptions Withbacklight:90mA; withoutbacklight70mA

Temperature Storage-10 +50 Work:0 +40℃ ℃ ℃ ℃

Humidity Storage5% 90% Work:10% 80%R.H.

Netweight Aluminumindicator: 720g

Package
Aluminumindicator: 16pcs/ctn

Boxsize: 250x125x59mm

Cartonsize: 520x260x270mm

Weight: 13.5kg

Display LCDwithbacklight

Unit

Overload Alarm Alarmwhenloadisover9eofmaxcapacity

1/3000

3-5seconds

kg/lb/oz/lb:oz

5.0 ERROR INFORMATIONANDSPECIFICTION

ErrorMessage

1. : overlanalarm.

2. : Thepower isno tenough ,p leasecharge in time.The too low of

vol tagewi l l leadtofa i lonturnningonthescale.

1 l b = 4 5 3 . 5 9 2 3 7 g

= 1 0 0 0 g1 k g

1 o z = 28.349523125g

UnitConversion
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2.0 Displayand Key:

Display

Hold:Holdingindication
Stableindication
Zeroindication

Net:Tareindication

Key

On
Off

Print
Hold

Unit

Tare
Zero

Turnsthescaleonoroffonly.

senddataviaRS-232andcombines
withholdfunctionsenabled

Selectsuni ts /worksasshi f tkeyinset t ingmode.

Set thedisp laytot rnezeroornetzerobystor ing
thecurrentweight inthetarememory.

Unit Tare/Zero

ON/OFF Print/Hold

Net

kg
oz
lbHold

Batteryisweak

4.8 SETTINGOFHOLDTIMELIMIT

1. T h i s f u n c t i o n i s t o s e t t h e t i m e l i m i t f o r w h i c h t h e d i s p l a y i s h e l d a f t e r t h e

holdfunct ionisused. I t isonlyavai lableforholdfunct ions2and3.

2. T h e r e a r e f o u r o p t i o n s “Hti 0”, t o “Hti 4”. Hti 1-4 holds the display for the

enterednumberofsecondsx10.“Hti0”holdsforaninf initet imelimit.

3 .Usethe keytoscrol l throughtheoptions.

4. Press the key to confirm the selection a n d m o v e b a c k t o t h e f i r s t

parameterorpress toescape.

[Tare/Zero]

[Unit]

[Print/Hold]

t r n = 1 t r n = 2 t r n = 3

Hod = 1
RS-232isoff.
Holdisof f .

key
hasnofunction
[Print/hold]

Printscontinuously.
Holdisof f .

key
hasnofunct ion.
[Print/hold]

RS-232prints
when
ispressed.
Holdfunctionis
disabled.

[Print/Hold]

Hod = 2

RS-232isoff.
Holdoccurs
automatically
whentheweight
isstable.
Holdisreleased
if is
pressedort ime
expiresasper
Htisetting.

[Print/Hold]

Printcontinuously.
Holdoccurs
automatically
whentheweight
isstable.
Holdisreleased
if is
pressedort ime
expiresasper
Htisetting.

[Print/Hold]

RS-232printsand
holdoccurs
automaticallywhen
theweightisstable.

keyis
pressedprintwill
occuragain.
Holdisreleasedif
key ispresseda
secondtime
expiresasper
Htisetting.

[Print/Hold]

Hod = 3

RS-232isof f
Holdoccurs
whenthe

key
ispressed.
Holdisreleased
if is
pressedagain
ort imeexpires
asperHt iset t ing.

[Print/Hold]

[Print/Hold]

Printcontinuously.
Holdoccurswhen
the
keyispressed
Holdisreleased
if is
pressedagainor
t imeexpiresas
perHtisett ing.

[Print/Hold]

[Print/Hold]

RS-232printsand
theholdoccurs
when
ispressed.
If is
pressedasecond
timeprintwil loccur
again.
Holdisreleasedif

is
pressedagainor
timeexpiresas
perHtisett ing.

[Print/Hold]

[Print/Hold]

[Print/Hold]
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3 Operation.0

1. Switchingonthescale

2. Zeroingthescale

3.TARINGTHESCALE

4. WEIGHING
Whenthesca le isa tZero ,p lacean i temtobeweighedonthep la t fo rm.The

display the show the weight. At the moment, please shift the unit
kg/lb/oz/lb:ozby .[Unit]

Please p l a c e t h e scale on the table o r f l o o r , w h i c h must be rigid and not

vibrate.Andthenswitchonthescalesimplybypressing key.The
display flashes all digits and symbolsbeforecount ing down to zero.This

ensuresallLCDsegmentsareworking.

[ON/OFF]

Ensurethat thezero ind icators igncomebeforeeveryweigh ing. I f i t ' snot ,

pleasepressthekey tosetanewzeropoin t .[Tare/Zero]

Whenwant toweight thegoodsonaconta iner ,p laceanemptyconta ineron

the plat formf i rs t ly .Avaluefor i tsweightwi l l bedisplayed.Thenpressthe
key to ta re thesca le .Thewe igh to fcon ta ine r i ss to redas the

tareva lueandthevalue issubt ractedf romthedisp lay, leav ingzeroonthe

display.Theindicator“ZERO”willbeon.

A .Whenthecon ta iner is removed a negative value w i l l b e s h o w n . P r e s s
, t h e d i s p l a y i s z e r o a n d z e r o a n d t a r e i n d i c a t o r w i l l a l s o b e

on.

B.Press with inzeroingrange,thezerovaluewi l lbeshown,the

indicator“ZERO”wil lbeonandindicator“TARE”willgone.

[Tare/Zero]

[Tare/Zero]

[Tare/Zero[

3.Usethe keytoscrol l throughtheoptions.

4. Pressthe keytoconf i rmtheselect ionandmovetothenext funct ion

forsett ingthetransmissionmodeforsendingthedatatoRS-232interface.

[Tare/Zero]

[Unit]

4.7 SELECTIONOFTRANSMISSIONMODE
1. Pressthe keytoscro l l to theseventh funct ion“trn x”whichisused

tose lec t the t ransmiss ionmode.“trn x”appears on thescreen. Seethe

Holdandprintingtablebelow.DEFAULTSET:trn 1

2.Therearethreeopt ions“trn 1”, “trn 2”and“trn 3”.

trn 1 Nodataoutput

trn 2 Continuousdataoutput

trn 3 Outputwhenprintkeyispressed

3.Usethe keytoscrol l throughtheoptions

4. Pressthe keytoconf i rmtheselect ionandmovetothenext funct ion

forsett ingtheHoldfunction.

[Unit]

[Tare/Zero]

[Unit]

4.8 SELECTIONOFHOLDFUNCTION

1. Pressthe key toscro l l to then in th func t ion“Hod x”whichisusedto

se t theHo ld func t ion .“Hod x”appears on the screen.SeetheHoldand

printingtablebelow.DEFAULTSET:Hod 1

2.Therearethreeopt ions“Hod 1”, “Hod 2”and“Hod 3”.

Hod 1 Noholdfunction

Hod 2 Automaticholdfunction

Hod 3 Manualholdfunction

3.Usethe keytoscrol l throughtheoptions.

4. I f s e l e c t i o n o f “Hod 2”or “Hod 3”aremadethenthiswi l lenablefunct ion

8.8SETTINGOFHOLDTIME“Ht i0”.

5. If “Hod 1”is selectedp ress ing the key will take you to the first

parameter“ProFF”.

[Unit]

[Tare/Zero]

[Unit]
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4.0 SETTINGOPERATION

Thescalecanbesetasdesi redbytheusertocontro l theoperat ion.

1.Swi tchof f thescale.

2. Hold the key and then press the momentarily.

Releasethe key.After3seconds,itenterssettingmode,selecting

theparametersbypressing .

3.Theusercanescapefromtheparameterset t ingatanyt imebypressingthe

key.

[Tare/Zero] [On/Off]

[On/Off]

[Unit]

[Print/Hold]

4.1 AUTOPOWEROFF
1.This isusedtoselect theval id i tyof theautopowerof f funct ion.Thedisplay

wi l lshow“ProFF”or“Pron”DEFAULTSET:ProFF

2.Press keytotogglebetween“on”and“oFF”.

3 . I f i t i s s e t t o “on”thepowerw i l l be tu rnedo f fa f te r2minu tes i fakeyhasno t

b e e n p r e s s e d a n d t h e s c a l e i s a t z e r o . I f t h e r e i s a w e i g h t o n t h e s c a l e o r

thekeyshavebeenpressed,thescalewi l lcont inuetowork.

[Tare/Zero]

4.3 ENABLINGOFUNITS
1. Press the key to scroll to the third function “On Kg”which is for

sett ingtheunitstobeenabledanddisabled.

2.Eachweighinguni tcanbeenabledordisabledsothat theenableduni ts

[Unit]

4.4 COMMUNICATIONADDRESS

1. P r e s s t h e key to scroll t o the fou r th func t i on“Add1”which is for

sett ingtheIDforthescaleRS-232resul tsoutput.

2.Th is func t i on i sused tose t thecommun ica t i onaddresswh ich i ssen tv ia

RS232asan IDcode .Thereare26op t ions tose lec t f rom“Add 1”to “Add

25”. Se t“Add0”fornoaddress.

2 .Usethe keytoscrol l throughtheoptions.

3. Pressthe keytoconf i rmtheselect ionandmovetothenext funct ion

forset t ingtheBaudrateforsendingthedataviaRS-232interface.

[Unit]

[Tare/Zero]

[Unit]

4.5 SELECTIONOFBPS

1.Pressthe keytoscro l l to thef i f th funct ion“BPS”whichisfortoselect

theBPSorbaudra tepersecond tose t thespeedo fsend ingda ta toRS-232

interface.DEFAULTSET:b 9600

2.Therearethreeopt ions“b 2400”, “b 9600”and“b 4800”

3.Usethe keytoscrol l throughtheoptions.

4. Pressthe keytoconf i rmtheselect ionandmovetothenext funct ion

forsett ingthepari tyforsendingthedatatoRS-232interface

[Unit]

[Tare/Zero]

[Unit]

4.6 SELECTIONOFBITRATEANDPARITY

1. Pressthe key tosc ro l l t o thes ix th func t ion“Par x”whichisusedto

select the Bit rate and parity used for sending datatoRS-232inter face.

“PAr x”appearsonthescreen.DEFAULTSET:PAr1

2.Therearethreeopt ions“PAr 1”, “PAr 2”and“PAr 3”.

PAr 1 - 8 bitsnopari ty

PAr 2 - 7 bitsevenparity

PAr 3 - 7 bitsoddpari ty

[Unit]

Wheni td isp lays“BL X ”,press toset theback l ight .Se lec t1 to turnof f

theback l igh t .Andse lec t2 toac t ive the func t ion .Andse lec t3 toset theauto

backl ight funct ion(th ismeansthatwhenthereisnoloadonthepan,backl ight

is inact iveandwhen weigh t is loaded,back l igh t i sac t i ve .Andthe loadwas

movedfromthepan,backl ightkeepon15seconds) .Andthenpress to

conf i rmtheselect ionandturntonext i tem.

[TARE]

[Unit]

4.2 BACKLIGHT

canbeselecteddur ingtheoperat ionofthescalebytheuser.

3. Usethe key to togg lebe tweenonando f fand the keyto

movetothenextuni ts.Kgisdefaul tuni t .

[Tare/Zero] [Unit]


